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Real time monitoring of bioﬁlm formation on
coated medical devices for the reduction and
interception of bacterial infections†
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Real time monitoring of bacterial attachment to medical devices provides opportunities to detect early
bioﬁlm formation and instigate appropriate interventions before infection develops. This study utilises
long period grating (LPG) optical ﬁbre sensors, incorporated into the lumen of endotracheal tubes (ETTs),
to monitor in real time, Pseudomonas aeruginosa surface colonisation and bioﬁlm formation. The wave-
length shift of LPG attenuation bands was monitored for 24 h and compared with bioﬁlm biomass, quan-
tiﬁed using confocal ﬂuorescence microscopy imaging. Bioﬁlm formation was compared on uncoated ETTs
and optical ﬁbres, and on a bioﬁlm resistant acrylate polymer, after challenge in an artiﬁcial sputum or
minimal growth medium (RPMI-1640). The LPG sensor was able to detect a bioﬁlm biomass as low as
81 µg cm−2, by comparison with the confocal image quantiﬁcation. An empirical exponential function was
found to link the optical attenuation wavelength shift with the inverse of the bioﬁlm biomass, allowing
quantiﬁcation of biofouling from the spectral response. Quantiﬁcation from the sensor allows infection
interception and early device removal, to reduce, for example, the risk of ventilator associated pneumonia.
Introduction
Bacterial attachment and subsequent biofilm formation on
medical device surfaces is a prerequisite for device-centred
infections.1 Biofilms are aggregates of bacterial cells, encased
in a slime layer, incorporating extracellular polymeric sub-
stances (EPS).2 Produced by bacteria, EPS contains exopolysac-
charides, extracellular DNA, proteins and other components,
which provide environmental protection and restrict access of
antimicrobials to the cells.3 Bacteria within biofilms are up to
1000 times more tolerant to antimicrobials and the host
immune system than planktonic cells, and are able to develop
antimicrobial resistance through the exchange of resistance
genes.4,5 The general biofilm life cycle for pathogens such as
Pseudomonas aeruginosa has been described as a five-step
process; (1) reversible attachment, (2) irreversible attachment,
(3) early maturation, (4) late maturation and (5) dispersal.6
Pathogenic bacteria undergoing this life cycle on medical
device surfaces pose a major infection risk to patients with
indwelling devices.1
P. aeruginosa is a human pathogen capable of causing
device-associated infections via biofilm formation.7 An oppor-
tunistic, Gram-negative bacterium, it produces multiple viru-
lence factors and a dense EPS layer containing up to three
diﬀerent exopolysaccharides (alginate, Pel and Psl).8 This pro-
vides an eﬀective barrier against host defences, making biofilms
diﬃcult to treat and eradicate, especially as they also release
and disperse bacterial cells to colonise new sites throughout the
host. P. aeruginosa colonisation of medical devices facilitates
secondary nosocomial infections; biofilms on central venous
catheters and endotracheal tubes (ETTs) can cause severe blood-
borne infections and ventilator associated pneumonia (VAP)
respectively.9–11 These infections are major causes of morbidity
and mortality in healthcare settings and impose significant
economic costs. For example, cases of VAP alone are associated
with up to 40 000 deaths in the United States annually and can
cost up to USD 40 000 to treat per infection.12,13
In attempting to reduce device associated-infections, a
number of modifications have been implemented.
Antimicrobials such as antibiotics and silver have been incor-
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porated as a strategy to kill surface attached bacteria and
biofilms.14–16 Silver-embedded devices have shown a small but
statistically significant reduction in the rate of infection associ-
ated with ETTs, although this result has not been replicated
for other devices such as urinary catheters.14,15 An alternative
approach is the creation of anti-fouling coatings such as poly
(ethylene glycol)17 or zwitterionic based polymer coatings.18
Recently, we reported a new class of amphiphilic polymers
resistant to biofilm formation that achieved two orders of mag-
nitude reduction in bacterial numbers within a murine sub-
cutaneous infection model.19 A reduction in biofilm formation
was demonstrated on these polymers for the bacterial species
P. aeruginosa, Staphylococcus aureus and Escherichia coli in a
urinary catheter context19,20 which may be relevant for prevent-
ing infections on ETTs. This reduction in biofilm formation is
attributed to the chemical structure of the pendant groups of
the polymer. The exact mechanism has not been fully estab-
lished, although Sanni et al. has determined a relationship
between resistant polymer pendant structures and
P. aeruginosa attachment.59 The amphiphilic copolymer has
been CE-marked for use in humans as a urinary catheter
coating, which is returning positive preliminary clinical trial
results,60 and is an inexpensive polymer that could readily be
used to coat ETTs and other medical devices for the prevention
of biofilm formation in situ.
Monitoring real time biofilm formation of pathogens such
as P. aeruginosa to biomedical devices in the clinic would
enable immediate action to be taken when the initial stages of
bacterial attachment were detected, such as prompt antibiotic
treatment or device removal. This would prevent biofilm matu-
ration and mitigate secondary problems associated with bio-
films and chronic infections. Early intervention can prevent
biofilms progressing to the dispersion phase of the life cycle,
from which systemic infection can ensue.21 In addition to indi-
vidual health benefits, this approach would reduce the costs
associated with patient treatment. Currently, device-related
infections are diagnosed through patient symptoms, with
further analysis of the developed biofilm requiring removal of
the device for microbiological and microscopic examination.
This time consuming process delays the necessary remedial
action from being taken to prevent an infection from worsen-
ing. In the case of ETTs, repeated removal and reinsertion of
devices causes tracheal wall injury and facilitates VAP.22,23
Surface plasmon resonance imaging (SPRi) has also been used
experimentally for label free monitoring of biofilm formation
on surfaces in real time24,25 as have a variety of other optical
techniques.61 Although highly sensitive, these techniques still
require device removal, are time consuming and necessitate
multiple components, which incur high costs. Alternatively,
non-invasive in vivo optical detection of biofilms in the human
middle ear has been achieved using optical coherence tom-
ography (OCT).62
Here, we report the use of optical fibre sensors for monitor-
ing in real time, biofilm formation by bacteria on medical
device surfaces, such that device colonisation can be inter-
cepted before an infection develops. We chose polyvinyl chlor-
ide (PVC) ETTs as the demonstrator devices, due to their high
infection rate susceptibility and outcome severity.26 P. aeruginosa
was chosen as the model pathogen, as attachment and sub-
sequent biofilm formation by this pathogen is often implicated
in device-centred infections.9–11 LPG sensors were incorporated
into the lumens of the ETTs for monitoring biofouling. LPG
sensors can be considered as refractive index sensors; changes in
medium refractive index near the sensor surface (including bac-
terial attachment and EPS production) cause measurable signal
changes.27,28 The ease of fabrication, low-level back reflection,29
label free detection, low cost and the potential for multiplexing
make LPG optical fibre sensors a potentially valuable option for
monitoring biofilm formation in real time.
In this study, ETTs with an incorporated optical fibre
sensor were investigated either uncoated or as a device coated
with a biofilm resistant amphiphilic polymer19 to investigate
biofilm formation, with the intention of developing a sensitive
method for the detection of early stage device colonisation.
Through parallel monitoring of the wavelength shift of attenu-
ation band(s) and 3D confocal microscopy of P. aeruginosa
biofilm growth, the relationship between wavelength shift and
biomass was established, validating the LPG optical fibre
sensors as a method to quantify biofouling to facilitate the
interception of device-centred infections.
Materials and methods
Materials
Ethylene glycol dicylcopentenyl ether acrylate (EGDPEA) and di
(ethylene glycol) methyl ether methacrylate (DEGMA) mono-
mers were supplied by Sigma Aldrich, UK. Solvents were
obtained from Fisher Scientific, UK. Monomers and solvents
were used as supplied. 2,2′-Azobis(2-methylpropionitrile)
(AIBN, 98%) was obtained from Sigma Aldrich, UK and puri-
fied by recrystallization with methanol. Bis[(difluoroboryl)
diphenylglyoximato] cobalt(II) (PhCobF) was obtained from
DuPont and used as received. The silane primer (MED1-161)
was supplied by NuSil Technology LLC, UK. Hi-Contour oral/
nasal cuﬀed endotracheal tubes were used, supplied by
Mallinckrodt™ (Covidien). Tubes were adult size, with an
inner diameter of 8 mm, outer diameter of 10.9 mm and
maximum cuﬀ diameter of 30 mm.
LPGs were fabricated in photosensitive boron-germanium
co-doped optical fibres (Fibercore PS850), using custom made
amplitude masks made of 1Cr18Ni9Ti steel alloy. LPGs were
inscribed into a 3 cm length of the optical fibre using a fre-
quency quadrupled Nd:YAG laser, emitting at 266 nm
(Continuum minilite I). Optical fibres were acquired from
Thorlabs Ltd (460HP, fibre ID: 10-C0157-20-4H-08). Optical
fibres, with and without inscribed gratings, had core dimeters
of 5 µm and fibre diameters of 125 µm, with the LPG grating
period of 109 µm. The HL-2000 halogen light source, HR-4000
optical spectrometer, SubMiniature version A (SMA) connec-
tors and the SpectraSuite software were obtained from Ocean
Optics, UK.
Paper Biomaterials Science






















































































Synthesis of EGDPEA:DEGMA polymer
240 mg AIBN, 100 mg PhCobF, 75.2 mL EGDPEA, 20.8 mL
DEGMA and 200 mL toluene were combined and degassed
with argon for 30 min, before heating at 80 °C for 24 h with
stirring. Argon gas was flushed into the headspace of the reac-
tion vessel throughout, to prevent early termination by oxygen.
The polymer was then precipitated twice, by adding dropwise
to cold hexane. Excess hexane was decanted and the remainder
removed by vacuum drying the polymer at 0.11 Torr for 4 h.
Aliquots of the final polymer product were analysed by gel per-
meation chromatography (GPC), using a PL-GPC 50 plus
instrument (Agilent-Varian Inc., USA). The column used was a
Polymer Labs PLgel guard column (50 × 7.5 mm, 8 µm), fol-
lowed by a pair of PLgel Mixed-D columns (300 × 7.5 mm,
8 µm). Polystyrene (PS) was the standard used, with chloroform
as the eluent. 1H nuclear magnetic resonance (NMR) spec-
troscopy was also performed on EGDPEA and DEGMA mono-
mers, the polymer crude mix and the purified polymer, in
deuterated chloroform, using a Bruker AV400 spectrometer,
operating at a frequency of 400.3 MHz. The 1H NMR spectra
allowed monomer conversion and feed ratio to be established.
Dip coating of LPG sensors and sensor-ETT systems
LPG optical fibres were fixed into the lumens of short ETT sec-
tions using autoclave tape. Sensor-ETT systems were left
uncoated or dip coated in the MED1-161 silane primer and
EDGPEA:DEGMA polymer solution, using a Holmarc
HO-TH-01 dip coating unit (India). The system was first
dipped into the silane adhesion promoter (primer), with the
mechanical arm of the dip coating unit set to withdraw the
system from the primer solution at 2 mm s−1. The system was
left to dry under ambient conditions for 30 min before it was
dip coated in a 30% w/v solution of EGDPEA:DEGMA in di-
chloromethane (DCM). The polymer solution was made up by
dissolving 15 g polymer in 50 mL DCM. The system was with-
drawn from the polymer solution at 1 mm s−1. After coating,
the system was dried under ambient conditions for 24 h, then
under vacuum (0.11 Torr) for a further 24 h.
Apparatus setup for spectra collection
Fig. S1† illustrates the setup of the sensor-ETT apparatus for
spectra collection for the P. aeruginosa biofilm study. For the
calibration in sodium chloride, the 3 cm sensitive region of
the optical fibre sensor was placed in a specially designed
PTFE well (7 × 1.9 × 1 cm, with a 4 cm long channel) without
the ETT section. Only this sensitive region (fixed into the ETT
section or into the PTFE well), uncoated or coated, was
exposed to the relevant medium for spectra collection.
Changes in refractive index at the sensor surface resulted in a
change in the output transmission spectra, which was
recorded by the spectrometer and displayed on the PC.
Sodium chloride calibration
The LPG optical fibre sensor was set up as illustrated in
Fig. S1,† except the 3 cm sensitive region was placed in the
PTFE well. Sodium chloride solutions, ranging from 0 to 25%
w/v (in 5% w/v increments) were made up by serial dilution
from a 25% w/v stock in water. Each solution was then
pipetted into the PTFE well separately, which held approxi-
mately 1.5 mL of liquid, and the transmission spectra recorded
in the SpectraSuite software. This was done with both
uncoated and coated LPG sensors.
P. aeruginosa strain and culture media
Biofilm experiments were carried out using the mCherry
tagged fluorescent P. aeruginosa strain PA01-N (University of
Nottingham collection) transformed with pME6032laclQΔ::
mCherry50 (containing a Tcr selection marker). The
Pseudomonas aeruginosa strain was streaked onto an LB (Luria–
Bertani) agar plate supplemented with 125 µg mL−1 tetra-
cycline and grown at 37 °C for 24 h, after which a single colony
was taken and added to a centrifuge tube (Falcon) containing
5 mL growth medium using a sterile plastic loop. This centri-
fuge tube was incubated at 37 °C overnight, with shaking (200
rpm). The optical density at 600 nm (OD600) was measured for
the overnight culture and diluted in growth medium to achieve
a final OD600 of 0.05, with which the biofilm challenge experi-
ments were carried out. For biofilm formation and sensor-ETT
system measurements the following growth media were used;
RPMI-1640 medium (R0883), obtained from Sigma Aldrich, UK
and Artificial sputum medium51 (ASM), prepared by following
the method detailed by Palmer et al. (2007); see ESI,† ‘Artificial
Sputum Medium Composition’.
Sensor-ETT systems in bacterial culture media
The sensor-ETT apparatus (uncoated and silane primed and
polymer coated) was set up as in Fig. S1,† with the section of
ETT (plus the sensitive region of the sensor) placed into a
Petri dish. The P. aeruginosa culture was prepared in ASM and
the final culture medium added to the Petri dish, ensuring the
instrumented ETT section was immersed in culture medium.
A transmission spectrum was recorded at 0 h and the system
left in place for 72 h. Transmission spectra were collected at
6 h intervals for 24 h, with additional readings taken at 48 and
72 h. The experiment was conducted at room temperature due
to experimental restrictions.
Processing of transmission spectra and wavelength shift
calculations
Spectra were collected in SpectraSuite and processed in
OriginPro 8.6. A baseline was drawn over the raw spectra, omit-
ting the attenuation peaks. The spectra were then divided by
the baseline, resulting in a change in the axes from intensity
versus wavelength to transmission percentage versus wave-
length. This processing allowed for quantification of attenu-
ation depth (loss of transmission) and attenuation peak wave-
length. OriginPro 8.6 was then used to find the peak wave-
lengths, using the ‘peak finder’ function. The peak wavelength
was the wavelength at which the highest loss of transmission
occurred, i.e. the apex of the peak. Spectra processing and
peak wavelength finding were performed on all collected
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spectra, for both the calibration and the P. aeruginosa culture
experiments, for both attenuation bands/peaks in the optical
spectra. Wavelength shift was calculated for each peak using
eqn (1):
Δλ ¼ λt=c  λ0 ð1Þ
where Δλ is the wavelength shift, λt/c is the peak wavelength at
time t (for exposure to bacteria culture medium) or concen-
tration c (for the sodium chloride calibration) and λ0 is the
peak wavelength at 0 h (bacteria) or 0% w/v (sodium chloride).
Wavelength shift was then plotted against concentration or
time respectively.
Confocal laser scanning microscopy (CLSM) of biofilms
1 cm2 sections of ETT and 7.5 cm lengths of insensitive optical
fibre were cut and cleaned by immersion in acetone. Half of
samples were left uncoated and half were dip coated in the
silane primer and a 30% w/v EGDPEA:DEGMA polymer solu-
tion in DCM (withdrawal speeds 2 mm s−1 and 1 mm s−1
respectively). After coating, samples were dried under ambient
conditions for 24 h, then under vacuum (0.11 Torr) for a
further 24 h. Samples were immersed in RPMI-1640 or ASM
and inoculated with P. aeruginosa, in single well chamber
slides (Nunc® Lab-Tek® II, Sigma Aldrich UK, for 72 h, at
37 °C or room temperature, allowing comparisons of tempera-
ture and media. At 6 h intervals (for 24 h, with further images
obtained at 48 and 72 h), biofilms were imaged using a Zeiss
LSM 710 confocal microscope (Carl Zeiss, Germany). Samples
were left in the chamber slides during imaging. Chamber
slides were placed under a 10× objective (NA = 0.3) and the
wavelength of the Ar/Kr laser set at 555 nm, to excite fluo-
rescent mCherry (excitation = 587 nm, emission = 610 nm).52
The power of the laser was set at 15.0 arbitrary units (1.5 mW)
and the gain of the ‘mCherry’ channel was kept between 800
and 900. Z stack images were taken for each sample; the upper
and lower stacks were set by cycling through the axial range, in
both directions, until no fluorescence was observed (or the
image was out of focus). The stack at which no fluorescence
was observed was set as the upper/lower stack. An average of
40 Z slices were taken for each image, with an average step
height of 6.10 µm. The detector pinhole was optimised to 1
AU, which gave a pinhole size of 34.1 µm. Images were
acquired and processed in the ZEN 2009 software. 2D and 3D
images were taken, for display and biomass quantification
respectively.
Quantification of biomass using COMSTAT
The ImageJ plugin, COMSTAT 2.1, was used for biomass
quantification from the CLSM images.33 All Z stack images
were imported into COMSTAT from the ZEN software. A fluo-
rescence threshold was required for biomass calculation. For
the first image in the queue, the threshold was set to its
minimum and gradually increased until only fluorescence
associated with biomass was observed. This method ensured
that any background fluorescence or low brightness pixels
associated with noise were removed. The threshold value was
kept the same for the remaining images in the queue, ensur-
ing any background contributions were the same for all
images. The threshold was input into the COMSTAT menu and
biomass selected for quantification. The software records the
biomass as µm3 µm−2, which was then converted to µg cm−2
by multiplying by 100, assuming a biofilm density of 1 g cm−3
(biofilms are mainly composed of water).
Estimation of sensor sensitivity
The uncoated LPG optical fibre sensor was set up as illustrated
in Fig. S1,† with the 3 cm sensitive region placed into the
PTFE well (as with the sodium chloride calibration).
P. aeruginosa cultures was prepared as previously in
RPMI-1640 medium or ASM. 1.5 mL of culture medium were
added to the PTFE well and a 0 h transmission spectrum
recorded. The well was placed in a Petri dish of water, to
prevent medium evaporation. The system was left for biofilms
to form at room temperature. Transmission spectra were con-
tinuously monitored until a measurable wavelength shift of
the attenuation bands occurred. Simultaneously, uncoated
1 cm2 sections of ETT were exposed to the same P. aeruginosa
cultures in RPMI-1640 or ASM at room temperature, in single
well chamber slides (Nunc® Lab-Tek® II, Sigma Aldrich, UK).
At the time when a measurable wavelength shift occurred, the
chamber slides were placed under the Zeiss LSM 710 confocal
microscope (Carl Zeiss, Germany). 2D and Z stack images were
acquired of biofilms, using the same microscope configuration
described above. The biomass was quantified in COMSTAT,
after thresholding. These data allowed the sensitivity to
biomass to be expressed as the smallest peak wavelength shift
per unit biomass.
Results and discussion
Assessment of anti-biofilm polymer coating
Sections of ETT were left uncoated, or coated with a biofilm
resistant polymer, poly(ethylene glycol dicyclopentenyl ether
acrylate-co-diethylene glycol methyl ether methacrylate), which
we will refer to as EGDPEA:DEGMA.19 Adhesion between the
coating and the ETT was facilitated using a silane adhesion
promoter (primer). This was required since in the absence of
the primer, the coating was not continuous or smooth over the
entire ETT surface, and delaminated on incubation in growth
media. After coating, the samples appeared smooth and con-
tinuous and we observed no signs of delamination, suggesting
that the silane primer achieved stable adhesion32 between the
coating and the PVC of the ETT for the conditions used in this
study. Furthermore, the coating remained completely smooth
and continuous after at least 9 months of ambient storage,
further demonstrating the stability of the adhesion between
the polymer and ETT substrate.
Adhesion promoting silane primers contain chemical
groups intended to bond with both substrate and coating func-
tionalities, allowing improved adhesion between the materials.
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In solution, the alkoxysilanes groups are hydrolysed to form
reactive silanols.57 The formulation contained a condensation
catalyst, which causes the silanols to condense together.58
These condensed silanols then form stable bonds with the
substrate surface, via covalent bonds, for example. In the case
of PVC, the silanols are unlikely to covalently bind to the pris-
tine substrate due to a lack or reactive surface functionalities,
but more likely form electrostatic interactions, such as hydro-
gen bonding with any oxidised surface moieties.57,58
The object labels/description of ‘coated’ represents samples
that had been first silane primed and then polymer coated.
The polymer was prepared using catalytic chain transfer
radical polymerisation,20 resulting in a polymer with a mole-
cular weight of 1.8 × 104 g mol−1 and a polydispersity index of
1.6 (Table S1†). The polymer was applied to the ETT and
optical fibre by dip coating, producing coatings with mean
thicknesses of 0.6 and 0.5 µm respectively, excluding the
primer layer (measured by weighing samples of known dimen-
sions pre- and post-coating, and measuring the density of the
polymer, which was 1.6 g cm−3). Coated and uncoated samples
were immersed in either RPMI-1640 or ASM inoculated with
P. aeruginosa and incubated for 24 h at 37 °C or room tempera-
ture. Measurement at 37 °C was not physically possible for the
full optical fibre instrumentation measurements in our cat-
egory 2 containment setup. However, in clinical use, sensor
electronics could readily be adapted for bedside application.
RPMI-1640 is a standard laboratory medium that supports
biofilm formation while ASM is an approximation to the ETT
lumen in the tracheal environment. At 6 h intervals, the
P. aeruginosa biofilm was imaged in situ using confocal laser
scanning fluorescence microscopy and the biomass was quan-
tified for both sample types as shown in Fig. 1 for the ETT
lumen and Fig. 2 for the optical sensor fibre.
P. aeruginosa in RPMI-1640 is shown in Fig. 1 to display
colonisation consistent with the initial bacterial attachment
and early biofilm development over the first 6–12 h.
Microcolonies were observed at 18 h, with biofilm architecture
observed at 18 and 24 h, with a mean biomass at 24 h of
2923 µg cm−2. Heydorn et al. commented that P. aeruginosa
underwent a similar growth pattern, with cells colonising the
substratum and forming flat, uniform biofilms, over 24 h.33
This also occurs in ventilator associated pneumonia, with
rapid colonisation of ETTs in situ, followed by dispersal and
aerosolisation of microorganisms in the lower airways within
48 h of initiating intubation.12,13 The polymer coating reduced
biofilm formation (mean biomass at 24 h of 354 µg cm−2) with
large uncolonized areas of the ETT section clearly apparent.
After 24 h, little biofilm was apparent compared with the
uncoated PVC substrate. The polymer therefore clearly inhibits
biofilm development under optimal experimental conditions
for biofilm formation.
In ASM, P. aeruginosa biofilm formation on the uncoated
ETT sections was either delayed or incomplete, as the images
revealed many more isolated patches compared with those in
RPMI-1640 (Fig. 1), with only a few microcolonies observed.31
The 24 h biomass values were 2923 v 443 µg cm−2, RPMI-1640
v ASM, on the uncoated substrates. The coated ETT showed no
detectable biofilm formation, and zero biomass was recorded.
This highlights the anti-biofilm properties of EGDPEA:
DEGMA. It is likely that a low level of cellular attachment
occurred on the coated sample in ASM, albeit below the limit
of detection of the confocal system.
The same pattern was observed on the optical fibres in
Fig. 2, with a greater biomass forming in RPMI-1640 compared
to ASM on the equivalent surface-treated sample (uncoated or
coated). The polymer coating also reduced biofilm formation
in a similar manner, again with no biomass recorded on the
coated sample in ASM. No biofilm was observed on the coated
samples (zero biomass recorded).
Because of physical experimental constraints, the optical
fibre sensing experiment was undertaken at room temperature.
Equivalent ETT and optical fibre samples (uncoated and
coated) were exposed to P. aeruginosa in ASM at room tempera-
ture, with images taken and biomass quantified at 6 h inter-
vals for the first 24 h presented in Fig. S2.† This was to capture
quantitative confocal data in the same environment of the
ETT-sensor apparatus when collecting the spectral data from
the optical sensor. Similar trends were observed to the 37 °C
incubation but with much less well developed biofilms. Lesser
biofilm development was observed at room temperature than
at 37 °C for the equivalent sample. This is because
P. aeruginosa biofilm formation is known to be strongly
aﬀected by temperature.7–10
The eﬀectiveness of EGDPEA:DEGMA in resisting biofilm
formation on diﬀerent surfaces, including the PVC of ETTs
and silica of optical fibres, is demonstrated in Fig. 1 and 2. It
could therefore be used as an inexpensive coating for breath-
ing tubes, to prevent the attachment and growth of potentially
harmful bacteria such as P. aeruginosa, which may cause ill-
nesses such as ventilator-associated pneumonia (VAP). Fig. 3
summarises the workings of the coating.
LPG sensor response in P. aeruginosa cultures
The principles of LPG optical fibre sensors are detailed in the
ESI† ‘LPG optical fibre sensor considerations’. In brief, attenu-
ation bands arise when light couples from the core mode into
co-propagating cladding modes.34–36 Changes in refractive
index near the sensor’s cladding surface caused a change in
the eﬀective refractive index of the cladding modes,27,28 result-
ing in coupling to occur at diﬀerent wavelengths and a wave-
length shift (x axis shift) of the attenuation bands/peaks
(Fig. 4).53
To assess the ability to monitor bacterial biofilm formation
in real time, LPG optical fibre sensors were incorporated into
the lumen of sections of ETT, immersed in ASM inoculated
with P. aeruginosa and left for 24 h at room temperature. Upon
immersion in bacterial culture, two attenuation bands (peaks)
were observed in the optical spectrum (Fig. 4). P. aeruginosa
biofilms were then allowed to form on substrate surfaces for
24 h and optical spectra were collected at 6 h intervals. The
wavelength shift (Δλ) was calculated for both attenuation
peaks. The results for peak 2 are displayed in Fig. 4. Peak
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2 gave a positive correlation between Δλ and time, so the peak
2 wavelength shift was plotted against the inverse of biomass
and an exponential trend fitted over the data points (Fig. 4).
The equivalent peak 1 data is shown in Fig. S11.†
Both attenuation peaks shifted linearly with increased time
of immersion in bacteria cultures (R2 = 0.98 for both peaks,
Fig. 4) and shifted in opposite directions. The coated sensor-
ETT system displayed zero wavelength shift at all time points, as
the attenuation band did not change its x position during the
entirety of the exposure time. This indicates that the polymer
coating inhibited biofilm formation to the extent that the refrac-
tive index change was below the limit of detection of the sensor.
After 24 h, the wavelength shift from the uncoated system was
significantly higher than the coated system, for both peaks. The
Fig. 1 Confocal microscopy quantiﬁcation of P. aeruginosa bioﬁlms in ETT sections. 2D confocal images of P. aeruginosa bioﬁlms on uncoated and
coated ETTs at 6 h intervals for 24 h, at 37 °C, in RPMI-1640 and ASM. The red areas represent bioﬁlm, as the P. aeruginosa was transformed to
express ﬂuorescent mCherry (excitation = 587 nm, emission = 610 nm). All images are 500 × 500 µm. Quantiﬁcation of biomass for all images, using
COMSTAT, with a ﬂuorescence threshold of 56 AU. Points are mean biomass ± s.d., N = 3.
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strong exponential correlation (R2 = 0.94) observed between the
inverse of biomass and the spectral response (Δλ) demonstrated
that the wavelength shift could be used as an accurate measure-
ment of bacterial biofilm formation (Fig. 4).
Critically, when the equivalent experiment was repeated in
the more biofilm supportive RPMI-1640 growth medium (also
at room temperature), the wavelength shift increase was
greater on uncoated systems (Fig. S10†). This indicates a
greater increase in refractive index via biofilm formation. This
was corroborated by the increase in surface coverage and quan-
tified biomass (Fig. 1, albeit at 37 °C). The LPG optical fibre
sensor can detect biofilm growth, with higher wavelength
shifts representing biofilms of higher biomass. Hence, the
system can be used to quantify biomass at any given time
Fig. 2 Confocal microscopy quantiﬁcation of P. aeruginosa bioﬁlms on optical ﬁbres. 3D confocal images of P. aeruginosa bioﬁlms on uncoated
and coated optical ﬁbres at 6 h intervals for 24 h, at 37 °C, in RPMI-1640 and ASM. The red areas represent bioﬁlm, as the P. aeruginosa was trans-
formed to express ﬂuorescent mCherry (excitation = 587 nm, emission = 610 nm). The scale bar is 50 µm for all images. Quantiﬁcation of biomass
for all images, using COMSTAT, with a ﬂuorescence threshold of 56 AU. Points are mean biomass ± s.d., N = 3.
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point, providing the system (medium and temperature) is first
trained and the refractive index change is above the limit of
detection of the sensor. Biofilm formation in the room temp-
erature experiments was not as extensive as at 37 °C and so a
calibration of the sensor results to more eﬀective colonisation
is important to consider when viewing these results.
Prior to the exposure of the optical sensor to bacteria
culture media, uncoated and coated sensors were calibrated by
exposing them to solutions of increasing concentration of
sodium chloride in water (Fig. S7†). There were no diﬀerences
observed in wavelength shift between the two sensors,
suggesting that the polymer coating did not significantly
reduce the sensitivity of the optical sensor. Also, before the
experiment, both sensors were left immersed in RPMI-1640
and ASM separately without P. aeruginosa cells for 24 h, at
room temperature, to ensure the equilibration of the system
(temperature and absorbents) prior to interactions with bac-
teria. No change in wavelength shift was observed for both
sensors during the equilibration period.
The linear increase in wavelength shift for the attenuation
peaks was likely due to a change in refractive index at the
surface of the sensor37,38 as a result of bacterial biofilm for-
mation. On coated systems, no wavelength shift was observed,
indicating low biofilm formation, which is consistent with pre-
vious studies.19,20 Some cells may have attached, but at a level
below the refractive index limit of detection of the LPG sensor
(estimated to be 0.001 refractive index units).54–56 The detection
of bacteria by the sensor was limited to the region of the evanes-
cent field,39–42 which, for the sensors used in this study, was
greater than 0.5 µm from the cladding surface (see ESI,† ‘LPG
optical fibre sensor considerations’). However, the ability of
the sensor to detect biofilm formation beyond the evanescent
field (which encompasses most of the biomass detected) could
be due to larger colonies introducing a third waveguide (other
than the core and cladding), which created another coupling
condition.63 In brief, the additional waveguide acts as another
layer of the optical fibre sensor, allowing light mode coupling
at distances greater than the evanescent field.40–42,63
The optical density (OD at 600 nm) of the bulk growth
medium was measured after bacterial inoculation at intervals
over a 24 h period, comparing uncoated and coated samples.
No significant diﬀerences were observed in the planktonic bac-
terial population density after 24 h between the uncoated and
coated ETT systems, where biofilm formed only on the
uncoated sample. Since the refractive index change and sub-
sequent wavelength shift was only apparent in the presence of
biofilm, we can conclude that the sensor is responding specifi-
cally to the biofilm and not to the planktonic cells. This is
likely due to the planktonic cells having a negligible diﬀerence
in refractive index to the medium.64 The refractive index
change in the bulk growth medium (containing planktonic
cells) is therefore significantly less than that in the sodium
chloride solutions used for the calibration, which caused a
measurable wavelength shift (Fig. S7†).
Judicious positioning of the sensor is required to ensure
that the chances of detecting biofilm-mediated infection are
maximised (Fig. 4). It has been observed that the heaviest colo-
nisation occurs on the luminal surface of the ET tube,43 this is
also the area when air flow occurs providing opportunity for
bacterial dispersal into the lungs, hence positioning of the
sensor in the lumen would maximise its sensitivity to detect
and allow interception of bacterial colonisation of ETTs. This
also removes potential complications arising from contact of
the sensor with the tracheal wall.
Fig. 3 Assessment of bioﬁlm resistant polymer in situ. (a) A patient intubated with an EGDPEA:DEGMA coated ETT. (b) Bacterial attachment and
bioﬁlm formation on an uncoated ETT surface. (c) The polymer coating reduces bacterial attachment to an ETT surface.
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The confocal fluorescence images (Fig. 1 and 2) showed
architectural diﬀerences between the biofilms grown in the
two media, and between the uncoated and coated samples. On
the uncoated sample in RPMI-1640 (at 37 °C), P. aeruginosa
formed uniform, flat biofilms, whereas on the coated sample
and in ASM (at 37 °C and room temperature), patchy areas of
biomass were observed. This is not unusual, as biofilm growth
often begins by densely colonising areas of the substratum.33
This provides some insights into the diﬀerences between the
growth media, whereby the nutrient composition provided
diﬀering environments for biofilm formation.
Although this response is observed in the in vitro environ-
ment, it is also possible to train the sensor system to operate
in vivo. There will be diﬀerences in the growth profile of bio-
films in vivo, since the ETT lumen is subjected to warm, moist,
oxygenated air when in use.22 However, the LPG sensor only
detects changes in refractive index (of the biofilm), hence, if the
system could be calibrated in that environment, a sensor-instru-
mented ETT could be used to monitor biofilm growth in vivo.
Wavelength shift-biomass relationship and sensitivity of LPG
sensor to biomass
Establishing a correlation between the wavelength shift and
biomass was key to enabling the optical sensor to report quan-
titative measurements of biofilm development. Here we note
that the biomass measured in this study was associated with
the bacteria, and the refractive index change was caused by the
developing biofilm. We observed a strong exponential corre-
lation between the wavelength shift and the inverse of
biomass, (R2 = 0.94 and 1.00, peak 2 and 1 respectively, Fig. 4
and S11†), which can be used to estimate the biomass from
the wavelength shift alone (of peak 2), by using the equation:
y ¼ 1=ð0:03e0:95xÞ
where y is the biomass (µg cm−2) and x is the wavelength shift.
This exponential function was only applicable to the uncoated
sensor-ETT system, as there was no recorded biomass or wave-
length shift on the coated system after culturing with bacteria.
Fig. 4 Response from LPG sensor instrumented ETT. (a) Schematic of prototype ETT, with LPG sensor incorporated into the lumen. (b) Processed
optical (transmission) spectrum from uncoated and coated LPG sensors immersed in P. aeruginosa cultures at 0 h, at room temperature. Two attenu-
ation bands/peaks are present, labelled ‘Peak 1’ and ‘Peak 2’. (c) Wavelength shift (Δλ) of peak 2 from uncoated and coated LPG sensor-ETT systems
immersed in P. aeruginosa in ASM for 24 h, at room temperature. Error bars are ±s.d., N = 3. (d) Plot of peak 2 wavelength shift from (c) against the
inverse biomass of P. aeruginosa bioﬁlms grown on uncoated ETT sections in ASM, at room temperature (Fig. S2†). An exponential function is ﬁtted
to the data. Error bars are ±s.d., determined from 3 biological replicates.
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However, the similar response of the coated and uncoated
sensors to NaCl solutions of increasing concentration (and
refractive index) suggests that the above equation could also be
applied to the coated sensor.
A measurable wavelength shift from the uncoated sensor-
ETT system, in RPMI-1640 inoculated with P. aeruginosa, at
room temperature, occurred after 1 h; the wavelength shifts of
peaks 1 and 2 at this time were −0.52 nm and 0.17 nm respect-
ively. The biomass of the P. aeruginosa biofilm formed on
uncoated ETT sections in the same culture environment after
1 h was 81 µg cm−2. The sensitivity of the LPG OFS to biomass
can be expressed as the smallest wavelength shift per biomass
unit,30 which is 0.002 nm µg−1 cm−2. The limit of detection is
therefore 81 µg cm−2.
In ASM, a wavelength shift was measured after 5 h. The
peak 1 and 2 wavelength shifts at 5 h were −0.55 and 0.30 nm
respectively. The biomass on uncoated optical fibres after 5 h
was 71 µg cm−2 (Fig. S12†). The smallest wavelength shift per
biomass unit was 0.004 nm µm−3 µm−2, with a limit of
biomass detection of 71 µg cm−2. The LPG sensor therefore
had a lower biomass detection limit in ASM, but a lower wave-
length resolution. Media which promote biofilm formation
tend to give higher wavelength resolution and earlier detection
times, but due to the rapid formation of biofilm, a higher
biomass detection limit. It also appears that the limit of detec-
tion of the confocal microscope system for these conditions
was 71 µg cm−2.
Due to the high sensitivity to biomass and the low limit of
detection, LPG sensors could be a suitable instrumentation for
ETTs to provide live, accurate feedback on device colonisation.
The limit of detection in respect to refractive index depends on
the grating period and core diameter of the LPG,28,29 but can
be quantified by measuring the refractive index of the biofilm
itself,44,45 a future consideration.
Design of a sensor-instrumented ETT
Within this study, the measurements were taken from the LPG
sensor by passing light through the sensor; the analysis beam
was directed through one end of the optical fibre and detected
at the other end. For application in an ETT both the analysis
Fig. 5 Traﬃc light system for infection prediction. Relationship between peak 2 wavelength shift (Δλ) and inverse biomass for the uncoated LPG
sensor-ETT system, exposed to P. aeruginosa in ASM for 24 h, at room temperature. Error bars are ±s.d. of biomass, N = 3. A traﬃc light colour
scheme indicates the ‘safety’ of the device, predicted by the Δλ only. In the confocal images, the red areas represent bioﬁlm, since the P. aeruginosa
strain was transformed to express ﬂuorescent mCherry (excitation = 587 nm, emission = 610 nm). Images are 500 µm × 500 µm.
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and detection would need to be at the same end of the optical
fibre. This can be easily achieved using a reflective tip on the
optical fibre, to reflect the input light back up the fibre to the
spectrometer.46 The optical fibre sensor could be incorporated
into the lumen of an ETT, using safe and approved adhesives,
such as the cyanoacrylates,47 or incorporate into the body of
the tube in the same manufacturing step as the tube. We
would envisage coating the device with EGDPEA:DEGMA, to
minimise the risk of bacterial attachment and subsequent
biofilm formation. The LPG sensor is also sensitive to temp-
erature and strain on the fibre, which could be compensated
using a reference LPG.34–37
In the clinic, the instrumented ETT (Fig. 4) would provide a
constant readout of wavelength shift, which can then be used
to estimate the biomass of any biofilm on the surface of the
device. Through clinical testing, the readout could be cali-
brated to relate to clinical outcomes, which can be classified
using a ‘traﬃc light’ system. Green would indicate that the
biomass is suﬃciently low so as to suggest no infection and
the device can continue to be used, amber would indicate that
there is evidence to suggest a biofilm is developing and that
the patient should be closely monitored, whilst red would indi-
cate that an infection has developed and that the device
should be removed (Fig. 5). Presently, this system is arbitrary
and requires the quantified biomass on ETT surfaces to be cor-
related to clinical outcomes, via human trials, such that the
traﬃc light colours provide clinical information to physicians.
Fig. 5 illustrates how such a system could be used in situ.
The advantages of this system are that the infection risk
can be assessed in real time and in situ, without the need of
device removal and time-consuming analysis. This reduces the
incidence of unnecessary ETT replacement, whilst ensuring
ETTs are replaced before a device infection can further develop
into VAP. Furthermore, LPG optical fibre sensors can be fabri-
cated inexpensively, and the associated hard/software are low
cost. This makes the instrumented ETT an attractive prop-
osition for healthcare services and intensive care units. Thus,
we see opportunities for a similar coating and instrumented
interception strategies for other indwelling medical devices.
Non-specificity of optical sensor and detection of biofilm loss
Since the LPG optical fibre sensor is a refractive index sensor,
it cannot distinguish between diﬀerent bacterial species,
hence it is not a species specific sensor.34–36 We used
P. aeruginosa as an exemplar in this study, due to its involve-
ment in ETT associated infections and VAP,8,9 to demonstrate
the sensitivity and eﬃcacy of the optical sensor. This non-speci-
ficity enhances its potential utility as a biofilm-sensing instru-
ment for medical devices, where ensuing infection is often
caused by multiple species.48 The traﬃc light system illustrated
in Fig. 5 is therefore a generalised approach to biofilm detection
and clinical intervention, which could be made specific to mul-
tiple and mixed bacteria through clinical evaluations, allowing
tailored treatments to be administered accordingly.
The sensor was also able to detect, in real time, the loss of
biofilm from the device surface, which occurred between 24
and 48 h after bacterial exposure. The depletion of nutrients
over time in the growth medium caused biofilm disinte-
gration/dispersion and cell death,49 resulting in a reversal of
wavelength shift, or a return of wavelength shift to zero. This
was corroborated by a fall in biomass to zero, measured from
confocal images (Fig. S14†) at 24 and 48 h. This could be
useful as an in situ method of monitoring the eﬀectiveness of
patient/device treatment strategies, such as antibiotic
treatment.
Conclusion
Device-associated infections, including VAP, remain an unmet
healthcare problem that requires multi-facetted solutions. In
this study, a novel anti-biofilm polymer has been successfully
applied to an ETT to greatly reduce P. aeruginosa biofilm for-
mation for at least 24 h of immersion in an optimal biofilm
formation culture medium, and a sputum model of the ETT
lumen. Furthermore, we incorporated an optical fibre sensor
to enable the real time measurement of biofilm development
at the surface of an ETT. A reproducible exponential relation-
ship between the optical signal and biomass was observed,
allowing the optical sensor to quantitatively report the amount
of biomass. Together, a sensor instrumented ETT coated with
an anti-biofilm polymer is a powerful tool suitable for clinical
application that reduces biofilm development and associated
device-related infections whilst providing physicians with live,
in situ feedback on bacterial colonisation of the device,
enabling for informed clinical strategies to be implemented.
The application of this device has the potential to reduce
patient morbidity and mortality and to lower infection treat-
ment costs to healthcare services. The sensor technology and
anti-biofilm polymer can be extended to other medical
devices, where bacterial colonisation pose significant health-
care issues.
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